Development of a HPLC/MS/MS methodology for determining 3-O-methyldopa in human plasma and its application in a bioequivalence study

Desenvolvimento de metodologia baseada em HPLC/MS/MS para a determinação de 3-O-metildopa em plasma humano e sua aplicação a estudos de bioequivalência

ABSTRACT
A simple, sensitive and specific HPLC/MS/MS methodology was developed and it was validated for determining 3-O-methyldopa, the major metabolite of dopamine, in human plasma. The separation was achieved on Atlantis T3 C18 analytical column (5 μm; 150 x 4.6 mm i.d.) using a mobile phase consisted of a solution of water and methanol (85:15, v/v) and containing formic acid 0.05 %. The extraction from the analyte and the internal standard sample was performed using a simple protein plasma precipitation with perchloric acid. The detection was conducted on a triple quadrupole tandem mass spectrometer with a positive multiple reaction monitoring mode (MRM). The monitored fragmentation transitions were m/z 212.0 → m/z 166.0 for 3-O-methyldopa and m/z 227.1 → m/z 181.0 for carbidopa (internal standard). The calibration curves were linear in the range of 50–4000 ng/mL for 3-O-methyldopa. The methodology presented a good precision and accuracy in accordance to the criteria for biomedical analysis. And it was successfully applied to the bioequivalence study of two formulations levodopa + benserazide (200 + 50 mg) in plasma samples from healthy human volunteers, following the ANVISA guidelines.

Keywords. 3-O-methyldopa, HPLC-ESI-MS/MS, bioequivalence, plasma, pharmacokinetics.

RESUMO
Uma metodologia específica, simples e sensível baseada em HPLC/MS/MS foi desenvolvida e validada para realizar a determinação de 3-o-metildopa, o principal metabolito da dopamina, em plasma humano. A separação foi realizada em coluna analítica Atlantis T3 C18 (5 μm; 150 x 4,6 mm i.d.), utilizando-se uma fase móvel composta por uma solução de água e metanol (85:15, v/v), e contendo 0,05 % de ácido fórmico. A extração do analito e do padrão interno foi executada utilizando-se uma simples precipitação protética no plasma com ácido perclórico. A deteção foi realizada por meio de espectrômetro de massa triplo quadrupolo, em modo de monitoramento de reações múltiplas (MRM) positivo. A transição monitorizada foi m/z 212,0 → m/z 166,0 para 3-O-metildopa e m/z 227,1 → m/z 181,0 para carbidopa (padrão interno). As curvas de calibração foram lineares na faixa de 50 a 4000 ng/mL para 3-O-metildopa. A metodologia apresentou boa precisão e exatidão de acordo com os critérios para análises biomédicas e esta foi aplicada com sucesso no estudo de bioequivalência de duas formulações contendo levodopa + benserazida (200 + 50 mg) em amostras de plasmas humanos.

Palavras-chave. 3-O-metildopa, HPLC-ESI-MS/MS, bioequivalência, plasma, farmacocinética.
INTRODUCTION

Parkinson’s disease is a neurodegenerative disorder characterized by progressive loss of dopaminergic neurons in the substantia nigra. It affects the mobility and control of the skeletal muscular system and is characterized by tremor, rigidity, bradykinesia and postural instability that affects 0.3% of the general population and 1% to 2% of people > 60 years.\(^1\-^3\)

Nowadays Levodopa still remains the most effective drug in the treatment of Parkinson’s disease, however, most of administered levodopa is converted by aromatic L-amino acid decarboxylase to dopamine before it can enter the central nervous system.\(^1\,^3\,^4\)

Therefore, L-dopa is routinely given in association with peripheral aromatic-L-amino acid decarboxylase inhibitors, such as benserazide, that inhibit conversion of L-dopa peripherally, but do not easily cross the blood brain barrier to affect its conversion to dopamine centrally.\(^4\,^5\)

In the central nervous system as well as in several other tissues L-dopa can be directly metabolized by catechol-O-methyl transferase (COMT) to 3-O-methyldopa (3-OMD). When L-dopa is administered with dopa decarboxylase inhibitors (DDI), such as benserazide, the availability of L-dopa in the brain increases dramatically, resulting in the accumulation of 3-OMD in this site.\(^6\,^7\)

There is growing evidence that accumulation of 3-OMD might be involved in the side effects of chronic treatment of L-dopa.\(^6\,^8\)

There with measurements of levodopa and its metabolites in blood have been crucial for pharmacokinetic and bioequivalence studies of antiparkinson drugs containing levodopa associated with benserazide.\(^9\,^10\)

Recently, several bioanalytical methods based on mass spectrometry for plasma quantification of Levodopa and its metabolites have been developed\(^11\-^15\) as well methods based on fluorimetric, ultraviolet or electrochemical detection.\(^3\,^10\,^12\,^15\-^18\). Several studies performed using high performance liquid chromatography coupled to tandem mass spectrometry (HPLC–MS/MS) for the determination of drugs in biological fluids was recently developed,\(^19\-^21\) however a few methods to determine 3-OMD in human plasma using HPLC–MS/MS were developed and validated.\(^6\) Therefore, further studies are necessary for development of new rapid and accurate quantitation techniques to the measurement of low concentrations of 3-OMD in human plasma with high selectivity and sensitivity.

The aim of this work was to develop and validate an efficient bioanalytical method based on HPLC-ESI-MS/MS for rapid and accurate quantification of 3-OMD in human plasma and apply it to a bioequivalence study.

MATERIAL AND METHODS

Materials

3-OMD (Batch No. 1106062A3) was obtained from PGS (Carborro, USA) with 98.8% of purity and Carbidopa (CBDP, internal standard, I.S.) was purchased from the United States Pharmacopeia (Rockville, MD, USA) with 92.6% of purity. Analytical grade Methanol and Formic acid 96% was obtained from Tedia (Fairfield, OH, United States). Double distilled water was purified by Millipore system (Bedford, MA, USA) and was used for all the experiments. All other chemicals and solvents were of the highest analytical grade available.

Instrumentation and detection

The HPLC Varian System (Walnut Creek, California, USA), equipped with two analytical pumps Varian 212-LC was employed. A HTS-CTC Analytics auto-injector was used. A triple-quadrupole tandem mass spectrometer (VARIAN 320 MS, Walnut Creek, California, USA) equipped with an electrospray ion source and operated in the positive ionization mode was used in this analysis. The ion spray voltage and source temperature were 5500 V and 400 °C, respectively. The others parameters for the gas source were set as: drying gas 30 psi, nebulizer gas 55 psi, collision induced dissociation (CID) 2.00 mTorr. The collision energy for the 3-OMD and CBP were 10.5 and 10.0 V, respectively. The voltage capillary applied was 30 V for analyte and internal standard. The parameters were optimized for best response by directly infusing standard solutions of 3-OMD and CBDP at flow rate of 20 µL/min through syringe pump. Data acquisition and analysis were achieved using the Varian MS Workstation software (Version 6.6, Walnut Creek, USA).
Chromatographic conditions

Atlantis T3 C18 (5 µ, 150 x 4.6 mm i.d.) was selected as the reversed-phase analytical column. The mobile phase consisting of water and methanol (85:15, v/v) containing formic acid 0.05 % was pumped at a flow rate of 1 mL/min with flow divider split 1:1. The run time was 5.0 min and the injection volume was 20 µL into HPLC-MS/MS system.

Preparation of stock and working solutions

Stock standard solutions of 3-OMD and CBDP (IS) were prepared by dissolving accurately weighed reference substances in methanol containing 0.04 % of perchloric acid at a concentration of 1 mg/mL. Either solutions were treated in an ultrasonic bath (Branson 2210 ultrasonic cleaner, Branson Ultrasonic Corporation, Darbury, CO, USA) for 5 min. The standard working solutions of 3-OMD in the concentrations of 1000, 2000, 5000, 10000, 15000, 30000, 60000 and 80000 ng/mL, were obtained by dilution of the stock solution with methanol/water (1:1 v/v). Quality control (QC) working solutions with concentrations of 1000, 2000, 3000 and 60000 ng/mL was prepared as the standard working solution. The working internal standard solution containing 4000 ng/mL of CBDP was also prepared in methanol and water (1:1 v/v) by dilution of the stock solution. All solutions were stored at -70 °C in amber glass bottle when not used.

Sample preparation

A 200 µL sample of human plasma were added to 2.0 mL polypropylene tubes. To each tube 50 µL of IS solution (4000 ng/mL of CBDP in methanol/water (1:1 v/v) and 240 µL and 0.4 M of perchloric acid were added to the protein precipitation. The tubes were stirred with the vortex for approximately 1 min followed by centrifugation at 20093 g for 15 min, at -5 °C. The extract of sample plasma was transferred to an autosampler vial containing 300 µL of water / formic acid 0.05 % and was vortexed for 20 s. Aliquots (20 µL) from the final extract were injected into the HPLC–MS/MS system for analysis.

Method validation and quantification

The validation process was carried out according to the Guidance given to the Industry – Bioanalytical Method Validation, recommended by US Food Drug Administration and according Resolution n. 899 of May 23, 2003 by Anvisa, Brazil22, the legislations in force at the time of the study. Currently studies of this nature should follow the Resolution RDC n. 27 of May 17, 201223.

Recovery

The recovery from human plasma was determined at three different concentrations (n=3 each) for 3-OMD and CBDP (IS) by comparing the peak areas obtained from analysis of eight replicates of plasma samples prepared according to the method of analysis versus absolute recovery solutions without plasma deriving from standard solutions with subsequent dilution to identical target concentrations of 100, 1500 and 3000 ng/mL. The recovery of IS was determined in a similar way, at the working concentration (1000 ng/mL of CBDP)22.
Limit of quantification (LOQ)

Peak response (peak area) was determined in blank plasma samples (six replicates from different plasma) and in spiked LOQ sample prepared from the same plasma. The peak area of blank samples should be no greater than 20 % of the mean peak area of LOQ of 3-OMD, and no greater than 5 % of CBDP. The precision and mean accuracy of the back calculated LOQ replicate concentrations must be ≤ 20 and ± 20 %, respectively. The LLOQ was defined and established in 50 ng/mL. To accept the LLOQ value, the peak of the analyte at this concentration should be at least 5 times the baseline noise. In addition, each LLOQ sample should be obtained with an acceptable accuracy as relative error (RE) within ± 20 % and a precision (RSD) not exceeding 20 %.

Limit of detection (LOD)

According to Resolution n. 899/2003 Anvisa, the limit of detection should be established through the analysis of solutions of known and decreasing drug concentrations to the lowest detectable level. It is recommended that the LOD is 2 to 3 times the baseline noise. In the analytical method of the baseline noise was determined in a range of 5 absolute counts, which set limits in terms of detection a value corresponding to 15 ng/mL.

Analytical curves, regression model

The analytical curves were constructed using values ranging from 50 to 4000 ng/mL of 3-OMD in human plasma. Calibration curves were obtained by the weighted linear model. The ratio of 3-OMD peak area to CBDP peak area was plotted against 3-OMD concentration in ng/mL. The suitability of the calibration curve was confirmed by back-calculating the concentrations of the calibration standards.

$$y = a \left(\frac{1}{x^2}\right) + b \left(\frac{1}{x}\right)$$

$$y = \text{peak area ratio (PAR) of 3-OMD to CBDP}$$

$$x = \text{concentration (ng/mL) of 3-OMD in plasma}.$$  

Coefficients a, b, the coefficient of determination ($r^2$) and x was calculated using weighted 1 linear model with regression analysis.

Calibration curve standards and quality control samples

The linearity of the method was assessed by analyzing calibration standard plasma samples containing levodopa at 8 different concentrations in duplicate. The concentration range evaluated to 3-OMD, was 50, 100, 250, 500, 750, 1500, 3000 and 4000 ng/mL by using a weighted $\left[1/x^2\right]$ least-squares linear regression analysis method. The calibration standards were prepared by spiking 950 µL drug-free human plasma with 50 µL of 3-OMD standard work solutions. Then 200 µL of spiked plasma were transferred to a 2.0 mL polypropylene tube and processed as described above.

The QC samples were prepared according to the same procedure described for the calibration standards using blank plasma, fortified at 50, 100, 1500 and 3000 ng/mL of 3-OMD and 1000 ng/mL of CBDP (IS). The calibration curves and QC samples were freshly prepared and analyzed with each batch of human plasma.

Precision and accuracy

The precision and accuracy intra and inter-batch were assessed by using human plasma spiked with three different concentrations (100, 1500 and 3000 ng/mL) with replicate analysis (n = 8) on three consecutive days. The concentration of each sample was determined using freshly prepared calibration standards. The precision was expressed as the relative standard deviation (RSD) and the accuracy as relative error (RE) with an acceptable accuracy and precision within ± 15 %.

Stability

The stability of 3-OMD were evaluated by analysis of QC samples at two concentrations of 100 and 3000 ng/mL in eight replicates. The autosampler’s stability was also determined by analyzing extracted QC samples kept under autosampler conditions (+7 °C) for 48 h. Room temperature stability and long-term stability were assessed using untreated QC samples kept at room temperature for 6 h and stored at -70 °C for 683 days, respectively. After eight freezing/thaw cycles (-70 °C / room temperature) on consecutive days, QC samples were processed and analyzed to determine the freeze-thaw stability. Samples were considered to be stable if their assay values were within the range of 15 % of the nominal values.

Standard stock solution stability at room temperature in white light under laboratory conditions and refrigerated conditions for 3-OMD and CBDP was performed as part of the method development process.

Specificity and carry-over

The specificity was assessed by comparing chromatograms of six different batches of blank plasma,
including one lipemic, one hemolysate and four normal plasmas from different sources. The chromatograms were compared with those obtained from the analysis of the mobile phase fortified with 3-OMD (50 ng/mL) and carbidopa (1000 ng/mL) to ensure no interference in the analyte analysis. The carryover was measured by comparing the peak areas of drug-free plasma injected after the sampling of 3-OMD (4000 ng/mL) by three consecutive times. The endogenous interference of the anticoagulant (heparin) in plasma samples was evaluated.

Pharmacokinetics study

The pharmacokinetics study was conducted in 60 healthy volunteers after a single-dose, randomized with 2-periods, crossover, of two formulations test and reference of levodopa + benserazide (200 + 50 mg). The clinical study was conducted by a collaborators laboratory and its clinical protocol was approved by the Ethics Committee (license: 892/2008, Unicamp, Campinas - São Paulo, Brazil.). All subjects gave written informed consent. The washout time between two periods was 9 days (216 hours). The blood samples were collected into amber tubes, using heparin as anticoagulant at pre-dose, 0.25, 0.5, 0.75, 1, 1.25, 1.5, 1.75, 2, 2.33, 2.66, 3, 3.5, 4, 5, 6, 8, 10, 12, 16, 24, 48, 72, 96 and 120 h post-dosing. Samples were centrifuged at 4884 g for 10 min in 4 °C and the plasma was separated and stored at -70 °C until analysis.

Pharmacokinetics parameters for the human plasma samples were calculated by a non-compartmental statistics model using WinNonlin™ program (Vesion 5.3, Microsoft excel, 2003). Plasma samples were taken for a period of 3 to 5 times under the concentration time curve (AUC) ratio higher than 80 %, as per FDA guidelines. Plasma 3-OMD concentration–time profiles were visually inspected, and C max and T max values were determined.

The AUC 0–t was obtained by the trapezoidal method. AUC 0–∞ was calculated up to the last measureable concentration and extrapolations were obtained using the last measureable concentration, and the terminal elimination rate constant (Ke). Ke was estimated from the slope of the terminal exponential phase of the plasma of the 3-OMD concentration–time curve by the linear regression method. The terminal elimination half-life t 1/2 was then calculated as 0.693/Ke. Regarding AUC 0–t, AUC 0–∞ and Cmax bioequivalence was assessed by analysis of variance (ANOVA) and by calculating the standard 90 % confidence intervals (90 % CIs) of the ratio's test/reference (logarithmically transformed data). The bioequivalence was considered when the ratio of averages of log transformed data was within 80 – 125 % for AUC 0–t, AUC 0–∞ and C max.

RESULTS AND DISCUSSION

Method development

The MS spectra of 3-OMD and CBDP were recorded in positive ion mode. The best analysis conditions were achieved using a mixture of water/methanol/formic acid at ratio of 85:15:0.05 % (v/v/v).

Different types of columns (Atlantis T3, Pursuit C18, OmniSpher C18, monoChrom 5 μ MS) were evaluated and the Atlantis T3 column was selected due to the best chromatographic separation from endogenous compounds under our experimental conditions and contributed to significant reduction of matrix effect due to its high performance with low proportion of solvents in our experiments. The choice of the column also was based in the possibility of use high proportions of aqueous phase with water, which allows the best chromatographic peak shape. Other factor that also contributed for choice of analytical column was the pH of the plasma samples treated with perchloric acid in step of extraction.

In this study, neither additive was used to pH adjustment (neutralization) after precipitation of perchlorate in the extraction process, different from what the literature describes to similar procedures.

The retention time and good peak shape of the analyte and internal standard on our analytical conditions, demonstrate the advantage of present high-throughput method when compared to similar extraction methods in recent literature.

The literature shows that as methyldopa much as CBDP could be used as internal standards due to their chemical similarities to 3-OMD and levodopa. In our study, methyldopa could not be used as internal standard because your mass fragment are equal to monitored by 3-OMD.

Under the selected chromatographic conditions, CBDP was chosen as I.S. due to its high sensitivity, similar chromatographic and mass spectrometric behavior in relation to analyte. 3-OMD and CBDP was eluted and well resolved chromatographic at retention times of 4.06 min and 4.04 min, respectively (Figure 2E and 2F).
Selectivity

The analysis of the six different human blank plasma samples (one hemolysate, one lipemic and four normal) was evaluated by analyzing the specificity. No interference peaks from endogenous compounds were observed at the retention time of the analyte and I.S. (Figures 2A and 2B). The total run time was 5 min, corresponding to a shorter analysis time than most of the analytical methods in the literature.

Figure 2. SRM chromatograms of (A and B) blank plasma samples, (C and D) plasma samples spiked with 3-OMD and Carbidopa or (E and F) plasma collected from volunteers 6h after oral administration of Levodopa
Linearity and limit of quantification

A calibration curve was tested during the method validation and has shown to be linear over the concentration range of 50 – 4000 ng/mL with a weight factor 1/x^2, which could cover all clinical concentrations of 3-OMD used in this study (Table 1). The linear equations of the calibration curves showed r = 0.998484.

The lower limit of quantification (LLOQ) to 3-OMD in human plasma under our experimental conditions was 50 ng/mL (Figures 2C and 2D), one of the lowest LLOQ reported in literature of which four of these were carried out by mass spectrometry (5). The mean precision and accuracy at LLOQ were 6.12 % and 99.04 %, respectively. With this LLOQ (50 ng/mL), the present method was very sensitive to detect 3-OMD in human plasma even 120 h after a single oral administration of levodopa + benserazide (200 + 50 mg) in this bioequivalence study.

### Table 1. Precision and accuracy data of back calculated concentrations of calibration samples for 3-O-methyldopa in plasma (two replicates per batch)

<table>
<thead>
<tr>
<th>Analyte</th>
<th>Nominal concentration (ng/mL)</th>
<th>Observed concentration (ng/mL, mean ± S.D.)</th>
<th>Precision (% R.S.D.)</th>
<th>Accuracy (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>3-O-methyldopa</td>
<td>50</td>
<td>52.17 ± 4.70</td>
<td>9.01</td>
<td>104.33</td>
</tr>
<tr>
<td></td>
<td>100</td>
<td>91.54 ± 6.68</td>
<td>7.29</td>
<td>91.54</td>
</tr>
<tr>
<td></td>
<td>250</td>
<td>245.03 ± 9.37</td>
<td>3.83</td>
<td>98.01</td>
</tr>
<tr>
<td></td>
<td>500</td>
<td>491.06 ± 16.71</td>
<td>3.40</td>
<td>98.21</td>
</tr>
<tr>
<td></td>
<td>750</td>
<td>793.24 ± 35.42</td>
<td>4.59</td>
<td>105.77</td>
</tr>
<tr>
<td></td>
<td>1500</td>
<td>1546.68 ± 22.32</td>
<td>1.44</td>
<td>103.11</td>
</tr>
<tr>
<td></td>
<td>3000</td>
<td>3088.94 ± 98.09</td>
<td>3.18</td>
<td>102.96</td>
</tr>
<tr>
<td></td>
<td>4000</td>
<td>3845.21 ± 91.60</td>
<td>2.38</td>
<td>96.13</td>
</tr>
</tbody>
</table>

S.D. = standard deviation; R.S.D. = relative standard deviation

Precision and accuracy of quality control Standards

Intra-batch, inter-batch precision and accuracy were evaluated by analyzing eight replicate quality control samples at four different concentration levels of 50, 100, 1500 and 3000 ng/mL over three validation days. Full results are shown in Table 2, where it could be seen that the intra-batch precision measured by coefficient of variation, CV, was 6.12 %, 3.04 %, 3.28 % and 3.55 %, respectively. The precision and accuracy were according to the acceptable criteria recommended by Anvisa(22). The precision at each concentration level did not exceed a CV of 15 % and its accuracy is within the range established (i.e. 85 - 115 %) for each concentration level tested.

Recovery

The mean extraction recoveries of 3-OMD (n=8) was 85.57 %, 88.57 %, 88.17 % at concentrations of 50, 1500 and 3000 ng/mL, respectively and was 92.40 %, 87.11 %, 87.82 % for CBDP (I.S) (Table 2).

### Table 2. Precision, accuracy and recovery data for the assay of 3-O-methyldopa by LC–MS/MS

<table>
<thead>
<tr>
<th>Validation parameters</th>
<th>3-O-methyldopa quality control concentration (ng/mL)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Precision (R.S.D. %)</td>
<td>50 100 1500 3000</td>
</tr>
<tr>
<td>Intra-run (n = 8)</td>
<td>6.12 3.04 3.28 3.55</td>
</tr>
<tr>
<td>Inter-run (n = 24)</td>
<td>5.31 2.28 0.55</td>
</tr>
<tr>
<td>Accuracy (%)</td>
<td>99.04 94.80 101.96 100.85</td>
</tr>
<tr>
<td>Intra-run (n = 8)</td>
<td>99.04 94.80 101.96 100.85</td>
</tr>
<tr>
<td>Inter-run (n = 24)</td>
<td>90.59 100.52 100.76</td>
</tr>
<tr>
<td>Recovery (%) (n = 8)</td>
<td>85.57 88.57 88.17</td>
</tr>
</tbody>
</table>
Stability (Freeze-thaw, Auto sampler, Room temperature, Long term, standard solutions)

The stability of 3-OMD was evaluated after 8 freeze–thaw (-70º C to room temperature) cycles. No significant degradation of 3-OMD was observed even after a 48 h of storage period in the autosampler tray (+7 ºC), and the final concentrations of 3-OMD ranged from 1.04 to 3.95 %. In addition, the long-term stability of 3-OMD in QC samples after 683 days of storage at -70 ºC was also evaluated. The concentrations ranged from -6.46 % to 7.73 % (Table 3). These results confirmed the stability of 3-OMD in human plasma for at least 683 days at -70 ºC. The stability of standard working solutions of 3-OMD and CBDP (IS) were evaluated for periods of 6 hours under the temperature of + 22 ºC and under refrigeration at -70 ºC. In these two studies no significant degradation were observed for both, the analyte or internal standard (Table 4).

Table 3. Stability of human plasma samples of 3-O-methyldopa under various storage conditions (n = 8)

<table>
<thead>
<tr>
<th>Stability</th>
<th>Measured concentration (ng.mL⁻¹)</th>
<th>Mean Fresh samples</th>
<th>R.S.D.(%)</th>
<th>Mean Stability samples</th>
<th>R.S.D.(%)</th>
<th>Assay values (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Post-preparative stability</td>
<td>100</td>
<td>85.34</td>
<td>8.77</td>
<td>88.71&lt;sup&gt;a&lt;/sup&gt;</td>
<td>6.09</td>
<td>3.95</td>
</tr>
<tr>
<td>(48 h, +7º C)</td>
<td>3000</td>
<td>2945.89</td>
<td>3.98</td>
<td>2976.43&lt;sup&gt;a&lt;/sup&gt;</td>
<td>5.39</td>
<td>1.04</td>
</tr>
<tr>
<td>Long-term stability</td>
<td>100</td>
<td>99.84</td>
<td>7.97</td>
<td>107.55&lt;sup&gt;c&lt;/sup&gt;</td>
<td>5.74</td>
<td>7.73</td>
</tr>
<tr>
<td>(683 days, -70º C)</td>
<td>3000</td>
<td>3280.34</td>
<td>11.92</td>
<td>3068.29&lt;sup&gt;c&lt;/sup&gt;</td>
<td>3.87</td>
<td>-6.46</td>
</tr>
<tr>
<td>Freeze-thaw stability</td>
<td>100</td>
<td>103.34</td>
<td>7.08</td>
<td>97.99&lt;sup&gt;b&lt;/sup&gt;</td>
<td>8.04</td>
<td>-5.18</td>
</tr>
<tr>
<td>(eight cycles – 192 h, -70º C)</td>
<td>3000</td>
<td>3042.27</td>
<td>4.60</td>
<td>2941.82&lt;sup&gt;a&lt;/sup&gt;</td>
<td>4.41</td>
<td>-3.30</td>
</tr>
<tr>
<td>Short-term stability</td>
<td>100</td>
<td>99.95</td>
<td>5.72</td>
<td>98.81&lt;sup&gt;c&lt;/sup&gt;</td>
<td>8.97</td>
<td>-1.15</td>
</tr>
<tr>
<td>(6 h, room temperature)</td>
<td>3000</td>
<td>3091.24</td>
<td>3.79</td>
<td>3037.44&lt;sup&gt;c&lt;/sup&gt;</td>
<td>2.40</td>
<td>-1.74</td>
</tr>
</tbody>
</table>

<sup>a</sup> After 48 hours. <sup>b</sup> after 192 hours. <sup>c</sup>after 6 hours. <sup>Mean of eight replicates, <sup>RSD = Relative standard deviation</sup></sup>

Table 4. Stability of standard solutions of 3-O-methyldopa and carbidopa (IS) under various storage conditions (n = 8)

<table>
<thead>
<tr>
<th>Stability</th>
<th>Measured concentration (ng.mL⁻¹)</th>
<th>Mean Fresh samples</th>
<th>R.S.D.(%)</th>
<th>Mean Stability samples</th>
<th>R.S.D.(%)</th>
<th>Assay values (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Short-term stability</td>
<td>100</td>
<td>386980</td>
<td>7.83</td>
<td>402360&lt;sup&gt;a&lt;/sup&gt;</td>
<td>7.27</td>
<td>3.97</td>
</tr>
<tr>
<td>(6 h, +22º C)</td>
<td>3000</td>
<td>15951875</td>
<td>3.56</td>
<td>15914073&lt;sup&gt;a&lt;/sup&gt;</td>
<td>4.78</td>
<td>0.24</td>
</tr>
<tr>
<td>Long-term stability</td>
<td>100</td>
<td>462974</td>
<td>4.20</td>
<td>528130&lt;sup&gt;b&lt;/sup&gt;</td>
<td>4.41</td>
<td>14.07</td>
</tr>
<tr>
<td>(504 h, -70º C)</td>
<td>3000</td>
<td>14920971</td>
<td>4.02</td>
<td>14252217&lt;sup&gt;b&lt;/sup&gt;</td>
<td>3.93</td>
<td>-4.48</td>
</tr>
<tr>
<td>Short-term stability - IS</td>
<td>1000</td>
<td>19518767</td>
<td>7.06</td>
<td>21757856&lt;sup&gt;c&lt;/sup&gt;</td>
<td>3.03</td>
<td>10.68</td>
</tr>
<tr>
<td>(6 h, +22º C)</td>
<td>1000</td>
<td>20447741</td>
<td>2.67</td>
<td>22277215&lt;sup&gt;c&lt;/sup&gt;</td>
<td>4.56</td>
<td>8.95</td>
</tr>
<tr>
<td>Long-term stability - IS</td>
<td>1000</td>
<td>14913181</td>
<td>3.96</td>
<td>15881694&lt;sup&gt;d&lt;/sup&gt;</td>
<td>4.83</td>
<td>6.49</td>
</tr>
<tr>
<td>(1436 h, -70º C)</td>
<td>1000</td>
<td>16429345</td>
<td>6.59</td>
<td>16187390&lt;sup&gt;d&lt;/sup&gt;</td>
<td>4.61</td>
<td>1.47</td>
</tr>
</tbody>
</table>

<sup>a</sup> After 6 hours. <sup>b</sup> after 504 hours. <sup>c</sup>after 6 hours. <sup>Mean of eight replicates, <sup>d</sup>RSD = Relative standard deviation</sup>
Application to a bioequivalence study in healthy subjects

The analytical method was validated and used in the bioequivalence study of two formulations of levodopa + benzerazide. The curves showing the mean of 3-OMD plasma concentrations of 60 healthy volunteers versus time, after administration of reference and test preparations, are shown in Figure 3. The final results confirmed that the two preparations are bioequivalent according to their rate of absorption and elimination.

CONCLUSION

A HPLC-MS/MS method for the quantification of metabolite 3-OMD in human plasma was developed and validated and also was successfully applied to a bioequivalence study of two levodopa+benzerazide formulations. The described method showed good specificity, precision, accuracy and linearity over the range of 50 – 4000 ng/mL. This method provided a simple sample preparation using protein precipitation with perchloric acid. The established LLOQ of 50 ng/mL was adequate to determine the 3-OMD concentrations in human plasma until 120 h after oral administration of levodopa + benzerazide (200 + 50 mg) formulations.

No significant interferences caused by endogenous compounds were observed. The method was successfully applied to demonstrate the bioequivalence of test and reference formulation in a pharmacokinetic study and resents a small run time and high selectivity and sensitivity.


